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initial outline by  fitting pre‐defined  templates on an  intensity  invariant edge map which  is  further 
refined using the B‐spline active surfaces framework.  
The AHS was tested using 91 representative C‐plane images. Reference hiatal outlines were obtained 
manually and  compared  to  the AHS outlines by  three  independent observers. The Mean Absolute 
Distance  (MAD),  Hausdorff  distance,  Dice  and  Jaccard  Coefficients  were  used  to  quantify 
segmentation  accuracy.  Each  of  these  metrics  was  calculated  both  for  Computer‐Observer 
Differences  (COD)  and  Inter‐Observer  Difference.  The  Williams  Index  was  used  to  test  the  null 
hypothesis that the automated method agrees with the operators at  least as well as the operators 




The AHS  contours matched well with  the manual ones  (COD = 2.10  (1.54) mm  [Median  (IQR)]  for 
MAD).  The WI was  greater  than or  close  to 1  for  all quality metrics  indicating  that  the  algorithm 
performs at  least as well as  the manual  referees  in  terms of  inter‐rater variability. The  IODs using 
each  of  the  difference  metrics  were  significantly  lower  when  using  the  AHS.  A  higher  ICC  was 
achieved  when  using  the  AHS  (0.93).  The  Bland  Altman  plots  show  negligible  bias  between  two 


















Pelvic organ prolapse  is  the  abnormal herniation of pelvic organs  through  the  genital hiatus.  It  is 






hernia portal  in  the human body. The hiatal dimensions and  its appearance have been  correlated 
with  severity  of  prolapse,  levator muscle  avulsion  and  even  prolapse  recurrence  after  surgery4–6. 
However, currently these measurements are done manually and only  in certain specialized centers. 
Further, recent studies have expressed concerns about reliability and agreement between operators, 
particularly  when  diagnosing  muscle  trauma7.  Smart  algorithms  of  pattern  recognition  have  the 
potential to significantly increase the acceptance and reliability of these measurements.  
Development  of  automated  segmentation  algorithms  for  ultrasound  images  is  challenging  as  the 
image  quality  may  depend  on  acquisition  parameters,  tissue  quality,  and  operator  experience. 
Further,  low  signal‐to‐noise‐ratio,  presence  of  spurious  speckle  patterns,  shadows  etc.  causes 
variations in appearance of a structure or even missing boundaries8. While automation or intelligent 
enhancements  of  ultrasound  images  have  been  explored  widely  for  obstetric,  prostate  and 
cardiovascular applications, only a limited effort has been made in urogynaecology9,10.  
We present,  for  the  first  time, a  semi‐automatic methodology  for outlining  the genital hiatus with 
minimal user input. Currently in the clinic, the levator hiatus is outlined in the axial plane of minimal 
hiatal  dimensions,  or  the  C‐plane.  The  C‐plane  is  identified  by  marking  the  posterior  aspect  of 
Symphysis  Pubis  (SP)  and  the  anterior  border  of  Pubo‐Visceral  muscle  (PVM)4.  Next,  the  user 




The  segmentation  pipeline  was  implemented  in  an  interactive  user  interface  in  Matlab  v2013a 
(Mathworks Inc., Natik, USA), henceforth referred to as the Automated Hiatus Segmentation tool or 
the AHS tool.  
In  the  C‐plane  image,  the  hiatal  outline  is  generally  clearly  visible,  as  the  levator  muscle  is 





spurious  edges,  and  keeps  only  those  that  may  represent  the  interior  boundary  of  the  levator 
muscle,  to give us  the edge map E. Next, we match several simple pre‐defined  templates so as  to 
interpolate over any missing boundaries  in  the  image. The  template matching  step  is  repeated on 


















In practice,  it  is  common  to use a  volume  rendered  image  to enhance visualization of anatomical 
structures3. A  grayscale  based  volume  rendering  is used by merging  11  gamma  corrected  ( ) 
image planes, 5 above and 5 below parallel to the C‐plane16.  
2. Get monogenic edge map 






















For  images where  the hiatal boundary  is clearly visible,  the edge map E usually  represents a good 
approximation  of  the  hiatus.  However,  this  is  not  always  the  case  due  to  missing  or  unclear 
boundaries. Thus, a series of pear shaped curves are used as templates for finding the best initial left 












         Eq.1 
where, r takes discrete values of 0.8, 1, 1.5, 3, 5 and 7 to generate different shapes of the pear curve 
Figure 3. The values of r are chosen to represent the likely shapes of the hiatal outline.  
Each vertical axis of each  template  is aligned along  the SP‐PVM  line  to  localize  the  templates. The 
templates are  further  scaled along  the horizontal axis  to obtain 6  curves  for each value of  r, with 
aspect ratios 0.5, 0.62, 0.74, 0.86, 0.98 and 1.1. The values were chosen empirically to span the range 
of  likely  shapes. Thus  a  set of 36  template  curves,  are obtained.  Figure 2(A)  shows  some of  the 
template curves superimposed on the monogenic signal. 
To  find  the  template  that best matches  the hiatal outline, we use  the classical  template matching 
approach. This approach calculates the overlap score of the template curves with the edge map.  If 
is the overlap score, where    is the template  image with a value 
of  1  in  a  10  pixel neighborhood  of  the  template  curve  and  0  otherwise;  then  the  ideal  template 
would be such that  .  
It  is common to have asymmetric anatomical variations  laterally, especially  in cases where patients 
have a levator avulsion. Therefore, template matching  is done separately on the right and  left hand 
sides of  the hiatus. The middle point of  the SP‐PVM points defined by  the user divides  the hiatus 









explicit  function of  the  angle. The  refinement  can  thus be expressed  as  an optimization problem. 
Using a B‐spline representation of this explicit function, BEAS obtains a contour representation that 
can be driven  towards  certain  image  characteristics  in a  computationally  efficient manner.  In  this 
work, the image feature was the difference between the gray levels inside and outside the hiatal area 
(i.e.  the  contour).   Further details on  this  segmentation  formalism  can be  found  in Barbosa et al., 
2012, and Barbosa et al., 201315,19.  
Figure  2(C.1)  shows  the  first  step  after  the  initialization.  The  initial  contour  found  after  template 
matching is shown in red with direction of evolution shown with cyan arrows. The final segmentation 
result after refinement is shown in Figure 2(C.2).  
















To  get  as  close  to  the  clinical  situation  as  possible,  we  first  used  de‐identified  transperineal 
ultrasounds from 20 consecutive women that had symptoms of pelvic floor dysfunction obtained at a 
tertiary  urogynaecological  clinic  in  Penrith,  Australia,  between  May‐June  2014.  The  ultrasound 
volumes from this dataset record all three states of the levator muscle that are routinely examined, 









a  single  operator  (NS).  NS  had  previously  passed  a  test‐retest  series  for  manual  outlining  using 
standardized protocols 22. This pre‐selection was done in order to test the performance of AHS for its 
primary purpose,  i.e., accurate outlining of  the hiatal boundary on a 2D C‐plane  image.  Such pre‐







ultrasound  volumes  respectively.  For  practice,  all  three  observers  performed  additional  hiatal 






We  chose  the mean  absolute  distance  (MAD)  and  the Hausdorff  distance  (HD),  as  two  boundary 
based similarity metrics. Also, we calculated the Jaccard Coefficient and the DICE coefficient as two 
region based  similarity metrics. A detailed description of  these quantitative metrics  is provided  in 













The  computer‐observer  differences  (COD)  and  inter‐observer  differences  (IOD)  were  evaluated 
according  to  the  guidelines  provided  by  Chalana  and  Kim24.  Briefly,  CODs  were  evaluated  by 
calculating all four similarity metrics between all possible combinations of computer generated and 
manually  outlined  curves  (for  each  image  there  are  3 manual  and  3 AHS  contours,  thus  giving  9 
difference  measurements).  Similarly,  the  Inter‐Observer  difference  (IOD)  was  evaluated  by 
calculating  similarity  metrics  between  curves  manually  generated  by  the  three  operators.  The 
manually  obtained  contour  from  each  observer  is  compared  against  the  contour  of  two  other 
observers, thus giving a total of 3 inter‐observer difference measurements per image. Since the AHS 






To  test  the  reliability of AHS,  the modified Williams  Index  (WI) was  calculated  for  each  similarity 
metric.  The  WI  is  used  to  test  the  null  hypothesis  that  the  automated  method  agrees  with  the 





To  calculate  any bias  in hiatal  area  calculation when using AHS  and manual outlining, we  created 
Bland‐Altman plots from all differences in area measurements between manual and AHS contours for 
each  image (total 9 area difference values per  image)25. Area measurements from manual contours 























the performance of  the algorithm  for different clinical cases, Figure 3  (e‐h) show a case of normal 










time  was  taken  up  by  initialization  (4.88±2.23  sec),  i.e.,  marking  the  SP  and  PVM  points.  The 
calculation  run  time was 1.68±0.25  seconds.  Further adjustment was done  interactively, and  took 
0.23±0.74  seconds.  All  values  are  presented  as  median  ±  IQR.  The  times  were  calculated  on  a 
standard  notebook  computer  (ASUS  Ultrabook,  Intel®  Core™i5‐3537CPU@1.7GHz,  8GB  RAM). 
Average time taken for manual contouring was 21.31±5.43 seconds.  
In 252 out of 273 trials (92%) of all segmentations done with the AHS, it required three or less points 
to  further  adjust  the  contour.  In  about  73%  trials  (200  of  273),  the  AHS  required  one  or  no 
adjustment. Table 3 shows the complete breakdown of scores.  
Discussion: 




Quantitatively,  for  example,  a  COD  of  2.1  mm  for  MAD,  indicates  that  on  an  average,  the  AHS 
contours do not end up very far from what an experienced observer would have drawn. Further, the 
values of COD are  similar or  significantly  lower  than  IOD  for all  tested metrics,  indicating  that  the 
algorithm potentially  improves the  inter‐rater variability. A WI of greater than or close to 1 further 
indicates that the algorithm performs at  least as well as the manual referees  in terms of  inter‐rater 
variability.  
The  findings  from Bland‐Altmans plots  indicate  the same, as  the mean bias  in area measurements 
when using AHS is within the range of the mean bias from manual contouring.  
Finally,  a  higher  ICC  when  measuring  the  hiatal  area  using  AHS  compared  to  manual  outlining 
decidedly proves that using AHS improves the agreement between observers.  














One  limitation  of  the  current  study  design  is  that  the  algorithm  needs  to  be  initialized  on  axial 
images, and not on sagittal  images where the plane of minimal hiatal dimensions  is  first  identified. 
This can be easily remedied  in a  future  implementation as the SP and PVM points defined on axial 
and  sagittal  images  are  usually  the  same.  However,  this  was  necessary  in  order  to  remove 
discrepancies that may arise due to different selection of the C‐plane. Another limitation  is that the 
AHS currently works  in the MatLab environment and may potentially be  less available to clinicians. 




not  initially  control  for  these  scenarios,  the  current  dataset  does  not  have  enough  power  to 
conclusively state one way or the other. Further studies will evaluate the algorithm with regards to 
these clinically important outcome measures.  
A  good  2D  outlining  of  the  hiatus  opens  possibilities  of  extending  the  analysis  into  3  and  4 
dimensions to provide a 3D/4D visualization of urogenital hiatus and further functionally assess the 




the  existing  BEAS  framework  that was  previously  successfully  used  in  cardiology.  The AHS  tool  is 









































































































Figure  1:  (A)  the  C‐plane  image,  .  (B)  is  the  corresponding  FA  signal,  (C)  is  the  edge  map 
obtained after thresholding,  . The red box in (D) shows the mask applied. Next, the binarized FA 
signal  is  skeletonized  (E).  All  pixels  belonging  to  this  edge  skeleton  are  then  tested  against  the 
gradient directionality condition, (F). Two example points (black and green) lie on the edge skeleton. 






















































represented  in  red  and  the manual  contours  are  represented  in  blue.  The  images  a  to  d  show  a 
gradual decrease  in quality such  that  they  represent  the 0th, 25th, 50th, and 100th percentile of  the 


























Figure  4: Bland Altman  plots  comparing measurements  of  hiatal  area when made  using AHS  and 
when  made  manually  is  shown  in  (A).  When  comparing  manually  measured  hiatal  areas  from 
observer 1 and observer 2, those of observer 2 and observer 3, and from observer 1 and observer 3 
are shown in (B), (C) and (D) respectively.  









































































Distance  2.10±1.54      2.2±1.43      1.80±1.42*
†  1.093  {1.085    1.101} 
Jaccard 
coefficient      0.85±0.09      0.85±0.10      0.88±0.10*
†  0.995  {0.993    0.996} 
DICE 





























0  104  38.09524  38.09524 
1  96  35.16484  73.26007 
2  33  12.08791  85.34799
3  19  6.959707  92.30769 
4  11  4.029304  96.337 
5  6  2.197802  98.5348
6  2  0.732601  99.2674 
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